
 

 

ThinPrep Vial Labeling Instructions 

 

Place the Cytology Julian number barcoded label as well as any ancillary testing Julian barcoded 
labels vertically on the PreservCyt vial.  During label application, avoid placing the barcoded 
label over the vial cap/torque features or on the bottom of the vial as well as over the frosted 
area indicating the fluid level within the vial. 

 

 


